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List of the requests from Dr. Douwe de Boer 
Counter-analysis on "B" 995474 


> The GC/C/IRMS has been accreditated by the WADA and the French 

National Accreditation body. 
Would it be possible to see the documentation regarding this accreditation? 
If so, I would appreciate to see the documentation regarding the accreditation. 
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> In principal a WADA accreditated laboratory is participating in 

proficiency programs. 
Would it be possible to see data of the Chatenay-Malabry laboratory? 
If so, I would appreciate to see the data regarding the GC/C/IRMS analysis. 
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> The certificate of the analysis of the A-sampIe mentions an "uncertainty" 

of 0,8%o for the GC/C/IRMS result. 
Would it be possible to see documentation and data of how this value of 
"uncertainty" was established? 

If so, I would appreciate to see documents and data regarding the 
establishment of the value of 0,8!6a. 


> Historical data regarding the blank urine pool no.4, which has been used in 

the GC/C/IRMS procedure. 
Would it be possible to see documentation and data regarding the history of 
blank urine pool no.4. 

If so, I would appreciate to see the repeatability (intra-day variation) and the 
reproducibility (inter-day variation), meaning the average value, the standard 
deviation and the number of observations made. 



lousve de Boer 


Pr. De CejMirriz 
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